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This Quick Install Guide is Applicable for the InnovaSonic® 210  

 
 
Description 

 

Connections 

 
Powering Up 

 

 

 

https://test.www.sierrainstruments.com/products/downloads/innovasonic-210i-ultrasonic-portable-flow-meter
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Keypad Functions 

Select the Mounting Method Depending on the Pipe Diameter 
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Main key tablet PC 



 

Turn the Meter On (if the battery is charged the POWER LED will be green) 

 

Enter the pipe parameters and the ultrasonic meter will calculate the transducer space.

Pipe Set Up  
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Check the Diagnostic Menus 

 

 

. 

 

 

 

 

 

 

 

 

 
 

 

 

 

 

 

 

 

 

 

％

 

Check the Diagnostics Menus 
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